Objective: To evaluate the feasibility of catheter-based endobronchial electroporation for the treatment of peribronchial tumors and assess the incidence of treatment-related adverse events.
Results: Significant cell death due to electroporation and increased cytotoxicity in combination with cisplatin or gefitinib were observed in cancer cells only (P <.05). Simulations predicted penetrative electroporation of peribronchial parenchyma without tissue heating. Electric pulse delivery in vivo induced transient venous and bronchial spasms that resolved without intervention. Cross-sectional measurement of electroporation effects on computed tomography (14.4 AE 1.4 by 10.5 AE 1.3 mm) and gross pathology (17.2 AE 3.0 by 8.8 AE 0.6 mm) were representative of values predicted by simulation (P<.001). Cell death due to irreversible electroporation was observed in bronchial and parenchymal tissue in acute tissue samples. Treated lung rapidly recovered from the effects of electroporation without change in bronchial patency at 4 weeks posttreatment.
Conclusions: Catheter-based endobronchial electroporation is a reproducible technique that can be used to treat peribronchial tumors in combination with cisplatin, without affecting patency of the treated bronchus. (J Thorac Cardiovasc Surg 2018;155:2150-9)
Left, Endobronchial catheter. Middle, CT image of treated lung. Right, Electroporated lung.
Central Message
Endobronchial electroporation is a feasible and reproducible technique that can be used for focal treatment of peribronchial tumors in combination with cisplatin.
Perspective
Management of malignant central airway obstruction is limited by a lack of techniques for safe but penetrative peribronchial treatment. Electroporation allows penetrative treatment of peribronchial tissue without affecting the patency of the treated bronchus. Coadministration of standard-of-care drugs such as cisplatin can further increase treatment efficacy.
See Editorial Commentary page 2160.
Central airway obstruction by primary or metastatic tumors can cause significant morbidity to patients, increasing the overall risk of mortality. 1 Bronchoscopyguided electrocautery, 2 laser, [3] [4] [5] and thermal ablation [6] [7] [8] have been evaluated for the debulking and focal treatment of exophytic central airway tumors with encouraging results. [9] [10] [11] [12] However, bronchoscopy-guided ablation is considered unsuitable for the treatment of peribronchial or extrinsic tumor subtypes, and patients with such tumors are usually palliated with stent placement. 1, 12, 13 Stent patency is often challenged by continued tumor growth, formation of granulation tissue, and mucous blockage due to impeded clearance, necessitating repeated interventions. [13] [14] [15] [16] New ablation techniques and devices that can safely treat peribronchial tumors can improve the management of patients with central airway obstruction from malignant disease.
Permeabilization of the cell membrane with electric pulses is called electroporation, and the effects of permeabilization can either be transient (reversible electroporation [RE]) or permanent (irreversible electroporation [IRE] ). 17 Transient permeabilization of the cell membrane during RE allows increased transport of chemotherapeutics into cancer cells, leading to tumor destruction. IRE of the cell membrane causes cell death from loss of homeostasis, and IRE has been developed for the focal ablation of tumors in the liver and pancreas. 18 Electroporation in patients has also been observed to preserve the architecture and function of ductal organs such as the bile duct and large blood vessels that lie within or are adjacent to the treatment zone. 19 These features make electroporation an attractive candidate for the endobronchial treatment of malignant central airway obstruction without affecting airway patency. The objective of this study was therefore to evaluate the feasibility of catheter-based endobronchial electroporation for the treatment of peribronchial tumors and to investigate the incidence of treatment-related adverse events.
METHODS

In Vitro Assessment of Electroporation
Three human non-small cell lung cancer cell lines (HCC827, A549, and H1975) and the human bronchial epithelial cell line (HBEC) were used to assess in vitro electroporation. All cells were treated with 70 pulses at varying voltages. See Appendix E1, 20 for culture and treatment details. Fluorescent microscopy using acridine orange (2 mL/mL) and propidium iodide (20 mL/mL) was performed immediately after treatment to discriminate the population of nonelectroporated, electroporated, and necrotic cells. Changes in cell viability due to electroporation were assessed with an MTT assay (Invitrogen, Carlsbad, Calif) performed 4 hours after treatment and were normalized against viability of cells receiving sham treatment.
In Vitro Evaluation of Electroporation in the Presence of Cisplatin or Gefitinib
In vitro techniques described in the preceding section were used to assess outcomes when cells underwent electroporation with cisplatin or gefitinib (Santa Cruz Biotechnology, Santa Cruz, Calif) and compared with treatment with drug alone (see Appendix E1 for treatment details). 20 The cells were incubated after treatment, and cell proliferation was assessed with an MTT assay at 24 or 72 hours posttreatment with cisplatin or gefitinib, respectively.
Computer Simulation of In Vivo Electroporation and Ex Vivo Temperature Measurement
Numerical models were constructed and computer simulations were performed to estimate the expected region of peribronchial lung parenchyma that would experience electroporation and identify the potential for thermal injury to the airway when using the endobronchial catheter. Appendix E2 and Figure 1 describe the design as well as the construction of the endobronchial catheter (see Video 1 for a demonstration of the working principle). Ex vivo temperature measurements were performed to record heat development during pulse delivery. For details on the numerical models and ex vivo temperature measurements, see Appendices E3 21, 22 and E4.
In Vivo Evaluation of Endobronchial Electroporation
Eight male Yorkshire pigs (3-4 months old; weight range, 36-55 kg) were used under an Institutional Animal Care and Use Committeeapproved protocol for this study. The animals were sedated, intubated, and underwent treatment while under inhaled anesthesia (2%-3% isoflurane in 100% oxygen). After anesthesia, the catheter electrode was placed through the intubation tube using fluoroscopy or computed tomography (CT) guidance ( Figure 2, A and B) . The catheter was advanced to right or left mainstem bronchus, and the basket was unfurled at a location that was at least 3 cm from the heart. Three animals received treatments in both the left and right main bronchus, whereas the remaining 5 received treatment in only 1 bronchus, with the contralateral bronchus undergoing sham device placement. Animals received an intravenous, short-acting muscular paralytic (rocuronium, 1.2 mg/kg) before pulse delivery to reduce neuromuscular activation from electrical stimulation. Endobronchial pulse delivery was performed with electrocardiogram cardiac gating (Nanoknife; AngioDynamics, Latham, NY) using a single treatment setting (2000 V, 90-ms pulse length at 1 Hz, 70 pulses). CT imaging was repeated immediately after pulse delivery and at 2 hours after treatment in all animals. Six animals (8 treatments) were killed humanely within 4 hours of treatment and 2 animals (3 treatments) recovered from anesthesia and were followed for 28 days posttreatment with additional CT imaging on days 7 and 28 (see Appendix E5 for details on imaging and analysis).
Gross Pathology and Histopathology
The lungs and trachea were extracted en bloc from all animals immediately after they were killed for gross pathology and histopathology via hematoxylin and eosin (H&E), terminal deoxynucleotidyl transferasemediated dUTP nick end labeling (cell death), and anticleaved caspase-3 (cell apoptosis) (see Appendix E6 for information on tissue processing and histopathology).
Statistical Analysis
Statistical analyses were conducted with EZR software (Saitama Medical Center, Jichi Medical University, Tochigi, Japan) or STATA (StataCorp, College Station, Tex). P < .05 was inferred as an indication of a significant difference in measurements (see Appendix E7 for information on statistical techniques and analysis). 
Electroporation Enhances the Cytotoxicity of Cisplatin and Gefitinib in Cancer Cells
Compared with treatment with cisplatin or gefitinib alone, electroporation in the presence of either drug significantly reduced cell proliferation in all cancer cell lines (all P < .0125) ( Figure 4 ). The minimal required voltage to achieve a significant reduction in cell proliferation differed among the cancer cell lines. The HCC827 cell line exhibited the greatest reduction in proliferation after combination treatment with electroporation and cisplatin, followed by A549 and H1975 cells, whereas HBEC proved resilient to such treatment ( Figure 4 ). Compared with electroporation alone, combination treatment produced significantly greater reduction in proliferation at lower voltages (500 and 1000 V, P <.0125), but the difference was not significant at greater voltages (1500 and 2000 V). The antiproliferative effect of gefitinib was greatest in HCC827 ( Figure 5 ) and the effect was modest in the other cancer cell lines (A549 and H1975).
Numerical Simulations can Estimate Regions of Electroporation After Endobronchial Pulse Delivery
Computer simulations generated the expected electric field distribution in the lung during endobronchial electric pulse delivery with the basket electrode. Pulse delivery at 2000 V provided maximum penetration of the electric field within the peribronchial lung parenchyma without causing clinically significant increase in tissue temperature. Electric fields sufficient to induce electroporation in vitro (500-2000 V/cm) were predicted in a 1-cm circumferential region surrounding the basket electrode ( Figure 6, A) . Large blood vessels and airways were observed to affect the electric field distribution, with reduction of the electric field strength below thresholds for electroporation at microscopic regions in the immediate vicinity of such structures (Figure 6, A) . Delivery of electric pulses caused an increase in tissue temperature, but the maximum tissue temperature within treated tissue remained<50 C (Figure 6 , B). The maximum predicted temperature was reached at the end of pulse delivery and the total increase in tissue temperature was<10 C; temperatures returned to physiologic levels rapidly after that timepoint ( Figure 6 , D-F). Changes in tissue temperature estimated by simulations matched measurements from ex vivo experiments (Figure 6 , C).
Endobronchial Catheter-Based Electroporation of Normal Swine Lung Is Feasible and Reproducible
Endobronchial electroporation was successfully performed in all animals, where the mean diameter of the bronchus at the location of basket placement was 6.0 AE 1.1 mm (range: 4.0-7.4 mm). On CT images, the mean maximum length and long-axis and short-axis radius of tissue 2) respectively, and these were not significantly different from corresponding measurements on CT imaging. The long-axis and short-axis measurements of electroporation-related changes on both CT and gross pathology were representative of values predicted using simulations (P < .001). On H&E staining, all specimens collected 4 hours after electroporation demonstrated sloughing of bronchial epithelium, transmural hemorrhage, hyperemic congestion, and necrosis of submucosal glands. There was increased presence of inflammatory cells and interstitial edema in the parenchyma (Figure 7) . Compared with sham-treated specimens, there was prominent terminal deoxynucleotidyl transferase-mediated dUTP nick end labeling staining in cell nuclei of the bronchial wall but staining was moderate in the peribronchial parenchyma. Anticleaved caspase-3 antibody-stained specimens showed diffuse apoptotic cells in the treated bronchi and prominent presence of apoptotic cells in the treated parenchyma.
Endobronchial Electroporation Is Marked by Rapid Recovery of Lung Parenchyma from Treatment Effects
The mean distance between the basket electrode and the heart was 4.9 AE 1.2 cm (range, 3.0-7.0 cm) and electric pulse delivery did not cause intraprocedural adverse effects such as arrhythmia or tachycardia. Immediate postelectroporation spasm of the bronchus (5/11 treatments) or the pulmonary vein adjacent to the bronchus (3/11 treatments) was observed on CT. There was significant reduction in the diameter of the bronchi (Figure 2 , C and D) from baseline to a mean value of 3.8 AE 0.3 mm (range, 3.3-4.3 mm; P < .001) and pulmonary veins reduced from 8.5 AE 0.4 mm (range, 8.0-9.0 mm) to 3.2 AE 0.7 mm (range, 2.8-4.2 mm; P <.001). There were no remarkable changes in the patency of the pulmonary artery, and incidence of oxygen desaturation, reduction in vital signs, or thrombus formation was not observed (Figure 2, E) . Rapid recovery of bronchial and venous luminal diameter was seen on CT imaging performed 2 to 4 hours after treatment, but complete recovery was not observed in animals killed 4 hours postelectroporation.
A one-way repeated-measures analysis of variance showed that on longitudinal analysis IRE induced statistically significant reduction in mean bronchial F(2, 13) ¼ 4.21, P ¼ .038 and pulmonary vein diameter, F(2, 13) ¼ 4.15, P ¼ .04 in acute animals, but this was not evident in the 2 animals that survived. Examination of gross pathology specimens did not reveal obvious narrowing of pulmonary vein or bronchus on visual examination, and assessment of the treated airway tract was not suggestive of thermal injury ( Figure E1 ). The diameter of the treated FIGURE 6. Electric field distribution and treatment-related temperature changes estimated with numerical simulations. A, Electric field distribution during pulse delivery with endobronchial basket electrode (arrows). The 500 V/cm field strength, which is the lower bound for electroporation, is demarcated by a white line (arrowhead). B, Tissue temperature expected at the immediate vicinity of one of the electrodes. Blue, red, and green lines represent temperature distribution at immediately before pulse delivery, at the end of the last pulse, and at 80 seconds after all pulses were delivered, respectively. C, Ex vivo temperature measurement adjacent to the electrode when pulses were delivered at 2000 V. Tissue heat maps: (D) At the beginning of the first pulse, electrode locations are marked by arrows; (E) At the end of pulse delivery; and (F) 80 seconds after all pulses were delivered. bronchi and pulmonary veins within the treatment region was no different from baseline on CT imaging performed at day 7 in both animals. The treatment zone resolved rapidly, revealing minimal treatment-related changes on day 7 CT imaging. CT imaging findings of the treatment region on day 28 were not different from untreated lung (Figure 2, F and G) . Clinical monitoring of 2 animals over the 28-day period was unremarkable, without any treatment-related adverse effects or complications. H&E-stained samples from the animals killed 28 days posttreatment did not yield evidence of granulation tissue or remodeling of the treated airway.
DISCUSSION
Patients with malignant central airway obstruction usually cannot undergo surgical treatment because of unfavorable tumor location or poor baseline cardiovascular function. 1 Instead, bronchoscopy-guided interventions are performed, often in an emergency setting, to stabilize the patient and restore airway patency with stenting. [9] [10] [11] [12] [13] However, debulking of the peribronchial tumor is crucial to ensure continued stent patency, without which additional interventions are required to maintain lung function. [14] [15] [16] The results of this study support endobronchial electroporation as a new option for the debulking of peribronchial tumor without causing adverse events or affecting airway patency, which may also prolong the obstruction-free lifetime of stents.
Within this study, the basket of the catheter was unfurled at a location that was at least 3 cm from the heart. Nonetheless, Deodhar and colleagues 23 examined the effect of IRE in swine lung and myocardium and concluded that unsynchronized IRE close to the heart (<1.7 cm) can lead to lethal ventricular arrhythmias. However, synchronization of electric pulse delivery with the absolute refractory period of the heart circumvents fatal arrhythmias. These results implicate that electric pulse delivery for treating bronchial tumors near the heart can be performed with the use of electrocardiogram gating.
The simulation models and in vivo results indicate that tissue in the vicinity of the basket electrode experiences stronger electric fields that induce cell death from IRE, which can allow ablation of tumor infiltrating the bronchus. Simultaneously, tissue further away from the electrodes will undergo RE, where combination with intravenously administered cisplatin may be required for tumor destruction. Together, these 2 effects can be used to destroy tumors surrounding the bronchus until depths of 1 to 2 cm. Further refinements of the device and optimization of pulse parameters can support treatment of larger tumors.
Electroporation supports penetrative treatment of the peribronchial lung without substantial changes in tissue temperature that is common to techniques such as electrocautery, laser ablation, and radiofrequency ablation. Unlike these thermal ablation techniques, treatment penetration with electroporation is not affected by changes in treated tissue, such as bleeding, which has been reported to interfere with laser ablation. 3, 4 The quantum of energy deposited into the tissue during electroporation is substantially lower (<1 kJ) compared with laser ablation or electrocautery, which may limit the incidence of airway perforation during treatment. Electroporation has been widely reported to leave extracellular matrix components and collagenous structures within the treatment zone unaffected, 24, 25 which may underlie the preservation of airway patency in study animals even without stent placement. The preservation of the extracellular matrix may also have aided the rapid recovery of the treated lung parenchyma, but the exact mechanisms are not clear at this point. Because IRE is a nonionizing technique based on a nonthermal working mechanism, repeated treatment is potentially feasible, making it an attractive option for patients with recurrent disease or tumor infiltration into the bronchus. Unlike existing ablation techniques, preprocedural numerical simulations can accurately predict the size and shape of tissue that will undergo electroporation, and such planned treatment delivery can enhance the safety of this technique. The test device is well suited for fluoroscopyguided treatment of the central airways, which may be useful for the management of patients in whom bronchoscopy can exacerbate airway symptoms. Transient bronchial and venous spasm was the only treatment-related adverse event observed after electroporation. Electric pulses used for electroporation can electrically stimulate smooth and skeletal muscle, 26 which can explain both the incidence of spasm as well as its transient nature. 27 Results from in vitro experiments of this study provide strong evidence to support combining electroporation with drugs such as cisplatin and gefitinib, which are commonly used for the adjuvant therapy of lung cancer. Although electroporation in the presence of either drug significantly increased cell death, such effects were most prominent in cells treated at lower voltages. These results were concordant with incidence of RE at lower voltages, where cells would recover viability in the absence of cytotoxic drugs and direct cytotoxic effect of IRE at greater voltages. Transient permeabilization of the cell membrane permits free diffusion of drugs into the cell, and this effect especially benefits drugs that undergo receptor or transporter-mediated entry into the cytoplasm. Cisplatin uptake in cells is understood to be coordinated by the copper transporter Ctr1p. 28 Electroporation may support uptake of cisplatin while bypassing the transporter and can assist treatment of tumors that develop resistance to the drug because of mutations or deletion of the Ctr1 gene. Interestingly, combination therapy with electroporation increased the therapeutic effect of gefitinib in both sensitive (HCC827) and insensitive cell lines (H1975). The mechanisms underlying increased effectiveness of this combination therapy is not clear and requires further exploration.
There are several limitations in our study. There are no validated large animal models of lung cancer that impeded testing the efficacy of the device and electroporation in vivo. Because this is the first study investigating endobronchial catheter-based electroporation for lung cancer, it was not possible to determine a precise sample size. Instead, comparable studies investigating ablation in endoluminal setting in a porcine model were used to guide the selection of animal numbers and experimental design. It is expected that tumor clearance after electroporation will not be similar to regeneration of normal lung reported in this study, and the risk of complications such as fistula formation is unknown. The electrical conductance and thermal properties of lung tumors vary substantially from normal lung, and this may affect the shape and size of the tissue that undergoes electroporation. The diameter of our device is larger than the working channel of bronchoscopes, and further refinement of the device will be required before bronchoscopy-guided ablation in patients. Pilot human studies may be required to answer some of these questions and also to validate the preclinical findings of this study.
CONCLUSIONS
Catheter-based endobronchial electroporation is a reproducible technique that can be used to treat peribronchial tumors in combination with cisplatin or gefitinib. Electroporation does not affect the patency of the treated bronchus or lung and can be developed for the treatment of malignant central airway obstructions.
APPENDIX E1. CULTURE METHODS AND TREATMENT DETAILS Culture Methods
The cancer cells were grown in Roswell Park Memorial Institute culture medium (supplemented with 10% fetal calf serum, penicillin, and streptomycin), and the human bronchial epithelial cell line was grown in keratinocyte serum-free media (supplemented with epidermal growth factor and bovine pituitary extract). All cells were maintained in a CO 2 -humidified incubator at 37 C until they reached 80% confluence, after which they were harvested and seeded on to 24-well plates.
Electroporation Details
All cells were treated with pulses (70 pulses at 1 Hz, 90-ms pulse length) delivered at varying voltages (500, 1000, 1500, or 2000 V) using an ECM 830 pulse generator (BTX, Holliston, Mass). Electric pulses were delivered to the cells via 2 stainless-steel pin electrodes (25-mm long, 1-mm width) that were kept parallel at 10-mm spacing.
Chemotherapy Details
Cisplatin and gefitinib were both dissolved in eimethyl sulfoxide and titrated to obtain drug concentrations at IC 50 values (cisplatin: H1975 -5.53 mM; HCC827 -8.29 mM; A549 -10.9 mM; HBEC -10.9 mM; and gefitinib: H1975 -9.07 mM; HCC827 -0.0198 mM; A549 -1.96 mM) reported in the Genomics of Drug Sensitivity in Cancer Web site. 20 Cisplatin or gefitinib was added to cells in 24-well plates and were electroporated via the parameters described previously or held as drug only control.
APPENDIX E2. DESIGN AND CONSTRUCTION OF ENDOBRONCHIAL ELECTROPORATION CATHETER
A multilumen catheter (90 cm, 9 Fr) was custom manufactured (Vention Medical, Plainfield, NJ) with a central lumen for 0.038 in guidewire access surrounded by 4 smaller peripheral channels (0.02 in). Nitinol wire (0.012 in diameter, 210 cm; McMaster-Carr Inc, Robbinsville, NJ) was threaded through the peripheral lumen to construct a basket electrode at the tip of the catheter (Figure 1, A and  B) . Inserting and withdrawing the wires at the catheter hub expanded or collapsed the basket electrode and supporting electrical contact within lumen of varying diameter (0.3-3.5 cm) (Figure 1, C and F) .
APPENDIX E3. DETAILS ON NUMERICAL MODELS
A 2-dimensional geometric mesh representing a (1) mainstem bronchus, (2) the basket electrode deployed within the bronchus, and (3) the surrounding lung parenchyma with additional airways and blood vessels was created via Comsol Multiphysics software (Comsol Inc, Los Altos, Calif). Electrical and mechanical properties of inflated lung described by Hasgall and colleagues 21 were assigned to model. The Laplace equation incorporating dynamic changes in the electrical conductivity of the tissue because of electroporation as described by Neal and colleagues 22 was solved to determine electric field distribution from pulses of varying voltages (500-2000 V) and fixedpulse parameters (90-ms pulse length, 70 pulses delivered at 1 Hz). The simulation was coupled with the Pennes Bioheat equation to estimate changes in tissue temperature from pulse application. Simulation covered a total time of 150 seconds, which included the duration of pulse delivery (70 seconds) and a posttreatment refractory period of 80 seconds.
APPENDIX E4. EX VIVO TEMPERATURE MEASUREMENT PROCEDURE
Normal porcine lung was harvested for ex vivo temperature measurements. Electric pulse delivery was performed between the basket electrode placed into the mainstem bronchus and a grounding pad placed on the surface of the inflated lung. A fiberoptic thermometer (LumaSense Technologies Inc, Santa Clara, Calif) was placed immediately adjacent to the basket electrode, and temperature was recorded during pulse delivery. Temperature measurements were repeated in triplicate during electroporation at 2000 V.
APPENDIX E5. IMAGING ANALYSIS
The effects of reversible electroporation and irreversible electroporation can manifest as regions of lung parenchyma demonstrating consolidation and hemorrhage on computed tomography imaging. For each treatment region, the maximum length (along the airway), and the long-axis and short-axis radius (perpendicular to the airway) were measured. In addition, the minimum distance between treated bronchus and heart, the internal diameter of treated bronchus, and the diameter of pulmonary artery or vein adjacent to the treated bronchus was also recorded.
APPENDIX E6. METHODS USED FOR GROSS PATHOLOGY AND HISTOPATHOLOGY
The treated airway was opened longitudinally to expose its mucosal surface, and locations of electrode placement were identified. Photographs were taken for gross measurement of the extent of electroporation from the bronchus. Specimens from the center of the treatment region were fixed in 10% neutral buffered formalin, processed, embedded in paraffin, and stained with hematoxylin and eosin, terminal deoxynucleotidyl transferase-mediated dUTP nick end labeling (cell death) and anticleaved caspase-3 (cell apoptosis). Slides were analyzed by a board-certified veterinary pathologist (S.M.) for airway 2159.e1 The Journal of Thoracic and Cardiovascular Surgery c May 2018 THOR integrity, condition of the extracellular matrix, and hemorrhage in samples from the acute timepoint. Samples acquired 28 days posttreatment were assessed for the patency of the airway, presence of granulation tissue, and signs of airway remodeling.
APPENDIX E7. STATISTICAL ANALYSIS
Simulation results and the region of treatment effects observed on computed tomography imaging and gross histopathology were compared with single-sample hypothesis testing to determine whether depth of treatment penetration from the bronchial wall was the representative outcome of experimental treatment parameters. Measurements on computed tomography and gross pathology were compared with the Student t test. Paired t test was used to compare pre-and posttreatment changes in lumen diameter of bronchus and pulmonary vessels that underwent electroporation. A one-way repeated-measures analysis of variance was performed to determine whether there were differences overtime in bronchus and pulmonary vein diameter due to irreversible electroporation. The Bonferroni method was used to correct for multiple comparisons, given the large number of variables used to model in vitro proliferation scores.
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